The instructions below are provided as a reference tool for caregivers who are already familiar with the use of an insulin pump and with insulin therapy in
general. Not all screens are shown. For more detailed information on the operation of Tandem’s insulin pumps, please visit www.tandemdiabetes.com/Support.
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Tap OPTIONS.
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Tap the name of the Personal Profile
to View/Edit.
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Tap the time segment you wish
to edit.

If not all segments are visible,
tap the arrow to scroll down.
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Tap My Pump.

Duplicate

Tap Edit to edit or view
your settings.
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Basal 0.75 uhr |
Correction Factor

1u:50 mgrdL |

Carb Ratio 1u:10g |

120 mord. |

Target BG

Tap Basal, Correction Factor,
Carb Ratio, or Target BG to make
changes, then tap DONE.

When you are finished, tap SAVE.
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A demo as simple
as our pumps!
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Tap Personal Profiles.
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Bolus Settings
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Tap your current settings to see
the other segments of your day.

Turn ON to activate bolus calculator.

9. Confirm Settings?

Basal 0.75 ulhr

Correction Factor 1u: 50 mg/dL

Carb Ratio 1u: 10g

Target BG

120 mg/dL

NO

Confirm settings. Recent changes
appear in orange.

Tap YES to confirm.
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RX ONLY. © 2016 Tandem Diabetes Care, Inc. Al rights reserved. Tandem Insulin Pumps are intended for the subcutaneous delivery of insulin, at set and variable rates, for the management of diabetes melitus
in persons requiring insulin. The t:slim® Insulin Pump is approved for individuals 6 years of age and greater, and the t:flex® and t:slim G4™ Insulin Pumps are approved for individuals 12 years of age and greater.
For important safety information, please visit www.tandemdiabetes.com/safetyinfo. Tandem Diabetes Care, t:flex, t:slim and t:slim G4 are registered trademarks of Tandem Diabetes Care, Inc. Apple and the Apple
logo are trademarks of Apple Inc., registered in the U.S. and ather countries. App Store is a service mark of Apple Inc. Google Play is a trademark of Google Inc. ML-000314_C



